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A common approach for spectrum determination of polyenergetic proton bunches from laser-ion
acceleration experiments is based on the time-of-flight (TOF) method. However, spectra obtained
using this method are typically given in relative units or are estimated based on some prior assumptions
on the energy distribution of the accelerated ions. In this work, we present a new approach using the
TOF method that allows for an absolute energy spectrum reconstruction from a current signal acquired
with a sub-nanosecond fast and 10 µm thin silicon detector. The reconstruction is based on solving a
linear least-squares problem, taking into account the response function of the detection system. The
general principle of signal generation and spectrum reconstruction by setting up an appropriate system
response matrix is presented. Proof-of-principle experiments at a 12 MV Tandem accelerator using
different nanosecond-short (quasi-)monoenergetic and polyenergetic proton bunches at energies up to
20 MeV were successfully performed. Within the experimental uncertainties of 2.4% and 12.1% for
energy and particle number, respectively, reconstructed energy distributions were found in excellent
agreement with the spectra calculated using Monte Carlo simulations and measured by a magnetic
spectrometer. This TOF method can hence be used for absolute online spectrometry of laser-accelerated
particle bunches. Published by AIP Publishing. https://doi.org/10.1063/1.5052059
I. INTRODUCTION
Upcoming laboratories housing petawatt laser systems
operating at high repetition rates are pushing laser-driven
ion acceleration further towards applications ranging also
beyond fundamental research, e.g., biomedical applications.1
In Garching near Munich, the Centre for Advanced Laser
Applications (CALA) equipped with the ATLAS-3000 laser
system is close to starting operation. This Ti:sapphire based
laser system will provide 60 J pulse energy within a pulse dura-
tion of 20 fs at a repetition rate of 1 Hz. Planned research is
directed towards laser-driven ion bunch radiotherapy (LIBRT)
and the fission-fusion reaction mechanism.2
The special features of laser-driven ion sources are a
mixed radiation field of different ion species at different charge
states, relativistic electrons and electromagnetic radiation, a
small source size (∼µm) and divergence angles up to a few tens
of degrees, and short emission times (.ps) and broad energy
distributions (∼100%), combined with a tremendous number
of particles (∼109–1010 protons/bunch).1–4 Proton energies
approaching 100 MeV have recently been reported.5 Great
effort is being devoted to develop devices capable of focus-
ing and guiding the highly divergent ion bunches towards
application sites.6–9
Knowledge of the absolute particle number per energy
per unit area is requisite for most applications. Due to shot-
to-shot fluctuations in the energy spectrum, an online and
non-destructive characterization of each individual ion bunch,
ideally in transmission and close to the application, is
desirable. Although characterization of laser-accelerated ion
(LION) bunches by time-of-flight (TOF) measurements uti-
lizing ion collectors or plastic scintillators has already been
done more than a decade ago,10,11 this method is becoming
increasingly popular in the community with developments in
novel solid state detectors.12–14 Ion spectra retrieved by the
TOF method are typically given in arbitrary units7,15,16 and/or
are based on assumptions on the energy distributions of differ-
ent ions at different charge states.14,17 However, these kind
of assumptions are no longer valid when passive or active
beam shaping devices like permanent magnetic quadrupoles,
solenoids, or plasma focusing are applied.
In this paper, we therefore present a novel and simple
approach for absolute TOF spectrometry of ultra-short, poly-
chromatic proton bunches—the typically most dominant ion
species in laser-ion acceleration experiments due to the high-
est charge-to-mass ratio. The method is based on extracting
the spectral information from the pile-up current signal, gen-
erated by the polychromatic ion bunch inside a novel fast
silicon detector while taking into account the response func-
tion of the entire detection system. The approach is com-
plemented by proof-of-principle measurements performed
at a 12 MV Tandem accelerator, providing well-controlled
and reproducible conditions. (Quasi-)monoenergetic and
polyenergetic, ns-short proton bunches with kinetic ener-
gies up to 20 MeV were obtained using dedicated passive
absorbers. Reconstructed energy distributions are compared to
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measurements using a magnetic spectrometer and to FLUKA
Monte Carlo (MC) simulations.18,19
II. MATERIALS AND METHODS
A. Reconstruction of polychromatic proton
energy distributions
1. Considerations for the spectrum reconstruction
When measuring the TOF signal of short and intense
bunches, as generated in laser-ion acceleration, the detector
is exposed to a few nanosecond short and continuous irradia-
tion starting from the highest energetic protons to the slowest
protons that can still enter the sensitive volume (SV) of the
detector. Due to the high fluxes, it is not possible to distinguish
between individual particles. Hence, the measured signal is
the pile-up of numerous individual events. Resolving the sig-
nal components generated by individual particles by means of
deconvolution or pulse fitting, like performed in, e.g., Marrone
et al.20 and Belli et al.,21 becomes virtually impossible. How-
ever, a deconvolution approach would become feasible if the
continuous ion bunch was considered as being composed of
many short particle sub-bunches, where each sub-bunch con-
tains all particles arriving at the detector within a certain time
interval ∆t.
After discretizing the continuous signal, which is inher-
ently done by digitizing the analog detector signal, the mea-
sured signal can thus be treated as a superposition of many
signals each generated by an individual proton sub-bunch with
a duration of the digitizer’s sampling width. Given a source-
detector drift length d and assuring that at t = 0 all particles
start to drift simultaneously, every time bin around a sampling














where c and mp are the speed of light and the proton rest mass,
respectively.
In case of LIONs, the starting time t0 is given by
the electromagnetic pulse and ultra-relativistic electrons that
are co-emitted from the plasma and reach the detector at
tγ ,e ≈ d/c. Additionally, the use of an external trigger sig-
nal closely correlated to t0 is beneficial. This could be for
instance a fast photodiode detecting the fraction of the main
laser pulse that is transmitted through one of the mirrors in the
laser beamline. Of course, this trigger needs to be thoroughly
synchronized with the actual arrival of the laser pulse at the
laser-plasma interaction point.
Ion velocities in contemporary laser-based ion accelera-
tion experiments are typically in the (near-)relativistic range,
reaching values up to∼0.4c. Having a reasonable drift space of
a few meters, this translates to drift times in the order of some
nanoseconds. For instance, the TOF difference of protons with
energies of 49 MeV and 50 MeV is 0.1 ns per meter drift length.
This implies that the finite response function of the detector
and successive electronics has to be taken into account when
reconstructing an energy spectrum from the measured TOF
signals. It is also worthwhile to mention that a proper cable
selection with low damping at high frequencies is crucial for
TOF spectrometry in these ion energy ranges.
Since the measured TOF signal can be treated as a super-
position of signals generated by discrete ion sub-bunches with
a given energy bin width ∆Ekin(tTOF), the ion spectrum can be
obtained by solving a regularized linear least-squares problem
min‖A~x − ~S‖2 + ‖Lµ~x‖2, xi ≥ 0 ∀i, (2)
with the constraint that all reconstructed particle numbers xi
in every energy bin i must be positive. The vector ~S is the dig-
itized TOF signal and A is the system response matrix. Since
the inverse problem to be solved is ill-posed and the solu-
tion is expected to be rather smooth, Tikhonov regularization22
was used to penalize overfitting at the cost of a broadening of
the reconstructed energy spectrum. The regularization matrix
Lµ = µI is composed of the regularization parameter µ > 0 and
the identity matrix I. In order to find an adequate solution to
the inverse problem, µ is determined empirically according
to the measured signal. For µ = 0, the equation becomes the
unregularized least-squares problem.
2. Generation of the system response matrix
The system matrix A needs to account for the response
function of the detector and electronics, as well as the initial
temporal structure of the proton bunch. For laser-ion accelera-
tion, this initial temporal bunch structure can be considered as
a delta function and can hence be neglected. If the bunch dura-
tion is of comparable length as the detector response function,
it has to be taken into account for creating A. For the proof-of-
principle experiments at the Tandem accelerator presented in
this work, this initial temporal bunch structure was therefore
included in the system response matrix.
Two approaches to obtain the response function of the
detector and the successive electronics were performed in this
study. First, the detector was irradiated with nanosecond-short
monoenergetic proton bunches from the Tandem accelerator,
which we also used for the TOF measurements presented
hereafter. In that case, the measured response is actually the
convolution of the detector response function and the temporal
shape of the short proton bunches. The measured response at
the Tandem accelerator, normalized by the energy deposition
inside the SV of the detector, is shown in the inset of Fig. 1.
A different way to obtain the response function itself is
by exposing the detector to an ultra-short (<1 ps) laser pulse,
FIG. 1. Graphical representation of the system response matrix created for the
TOF experiments at the Tandem accelerator (d = 52 cm). The colors represent
the expected signal amplitude per proton within a certain energy bin. The inset
shows the normalized detector response function R∗(t).
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given that the used detector is sensitive to the wavelength of
the laser light. We used a femtosecond Ti:sapphire laser sys-
tem (CentAurus X, Amplitude Technologies, France) with a
central wavelength of 800 nm and attenuated the pulse energy
using absorptive filters. At this wavelength, energy absorption
is expected to be almost uniform within the 10 µm thin silicon
SV of the used detector and can hence be assumed to be sim-
ilar to ion irradiation. The response Rmeas was measured for
different laser light intensities. Linearity of the response with
laser intensity was obtained for signal amplitudes relevant in
the presented experiments.
To obtain an absolute particle number calibration, this
measured response Rmeas (with or without temporal struc-
ture of the proton bunch) is then normalized by the energy












is the average energy deposition in the
SV by one proton of the kinetic energy used for the calibration
(Ekin = 20 MeV). The proton number is based on offline
beam current measurements using a Faraday cup (FC) when
recording the response function. An estimation of the particle
fraction reaching the detector’s SV was taken from FLUKA
MC simulations including the detector geometry and measured
beam spot size. The average energy deposition in the detector,〈
Edep(Ekin)
〉
, was also taken from simulations.
A graphical representation of the system response matrix
used for our experiments at the Tandem accelerator is shown
in Fig. 1. The system matrix was created by inserting copies
of the normalized response R∗ along the second dimension
(rows), where each copy is successively shifted one sampling
point by inserting a zero at the beginning of the response array.
The copies are scaled in amplitude according to the mean
energy deposition inside the SV by protons with energies cor-
responding to that time sampling point (Fig. 2). Thus, every
row in the matrix corresponds to the expected detector signal
FIG. 2. MC calculated average energy deposition in the 10 µm thin sensitive
volume (SV) of the detector, depending on the kinetic energy of the protons
and the corresponding time-of-flight for d = 52 cm. From the observed peak
towards lower energies, protons stop within the SV.
generated by one proton reaching the detector within a given
time window. The same cable type and length was taken for
measurement of the response function and for the actual TOF
measurements, since the shape of the response function may
be affected by damping of high frequency components in the
cables.
B. TOF measurements at the MLL
Tandem accelerator
In order to test the spectrum determination under con-
trolled and reproducible conditions, first proof-of-principle
experiments were performed at the MLL Tandem accelera-
tor23 with 20 MeV protons. Bunches with a duration of around
1 ns were obtained using the built-in chopper and buncher sys-
tem.24 The average beam current was (0.8 ± 0.2) nA. From the
5 MHz chopper frequency, we reduced the pulse repetition rate
down to 9765 bunches per second due to limitations of the used
data acquisition system. The number of protons per bunch was
hence (5.1 ± 1.3) × 105.
1. Overview of the experimental setup
A schematic overview of the experimental setup can be
seen in Fig. 3. The entire experiment was performed in vacuum.
For practical reasons, the main vacuum chamber was separated
from the accelerator beamline vacuum by a 50 µm thin Kapton
foil.
The proton bunch duration was estimated and monitored
during the experiments using a plastic scintillator coupled to a
photomultiplier tube (PMT, R9880U-01, Hamamatsu Photon-
ics, Japan). It was located close to the Kapton foil at an angle
of ∼10◦ with respect to the beam axis, detecting scattered pro-
tons. The arrival time of individual protons with respect to
the stop signal of the beam chopper was converted to sig-
nal amplitude by a Time-to-Amplitude Converter (TAC) and
stored in a Multi-Channel Analyzer (MCA). The time differ-
ence between the proton event and stop signal was chosen to
reduce dead time in the TAC. However, this measurement is
not sufficiently accurate to obtain reliable sub-ns information
on the temporal structure of the proton bunch due to the jit-
ter of the chopper stop signal. It was therefore only used as
a diagnostic tool for optimizing the settings of the buncher in
order to obtain the shortest possible proton bunches, as well
FIG. 3. Schematic overview of the experimental setup. The ns-short, 20 MeV
proton bunches are entering from the left, passing through a 50µm thin Kapton
foil (1). A plastic scintillator coupled to a photomultiplier tube (2) detects
large-angle scattered protons from the foil. The protons pass a 10 µm thin
planar silicon detector (3), a motorized wheel with different absorbers mounted
(4), and drift 52 cm through vacuum until they reach the BridgeV2 TOF
detector in an aluminum housing (5).
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as to verify that the temporal structure of the bunches remains
constant within the experiments.
The proton bunches pass through a 10 µm thin sili-
con detector and passive energy absorbers, which are further
described in the following paragraphs. After a drift length of
d = 52 cm, the bunches are detected by the BridgeV2 TOF
detector.
2. Passive energy degraders
The monoenergetic, 20 MeV proton bunches were pas-
sively degraded using two types of absorbers that were fab-
ricated using the PolyJet 3D printing technique and the rigid
transparent photopolymer AR-M2. The first absorbers are dif-
ferent slabs of the 3D printed plastic, ranging from 0.2 to
1.6 mm thickness and producing quasi-monoenergetic proton
bunches with an increased energy spread due to straggling.
The second absorber was designed and optimized to
produce a polyenergetic proton spectrum that resembles the
exponential-like energy distribution from laser acceleration,
but starting from a lower energy cutoff of around 13 MeV. It
consists of a 1.86 mm thick plastic slab with a matrix of 19× 21
small pits with convex surfaces, each 1.35 mm deep and spaced
by 0.85 mm (Fig. 4). The exponential-like energy distribu-
tion is achieved since protons from the initially monoenergetic
bunches traverse different absorbing plastic thicknesses.
Despite the specified fine printing resolution of 39 × 61
× 15 µm in the x, y, and z dimensions, rather low print-
ing accuracy had been reported.25,26 Therefore, the actual
proton spectrum slightly deviates from the design energy
spectrum.
3. Detectors and electronics
TOF spectrometry of (near-)relativistic and highly intense
proton bunches requires fast and radiation-hard detectors. In
FIG. 4. Excerpt of the CAD drawing of the passive absorber for producing
a polyenergetic proton spectrum. The inset shows a 1D-profile through the
small pits.
this study, the so-called bridge microdosimeter (BridgeV2)
was used to acquire the TOF signal. This silicon-on-insulator
(SOI) detector consists of arrays of cubic 3D SVs with a size
of 30 × 30 × 10 µm3, fabricated on a high resistivity n-SOI
active layer of 10 µm thickness and a low resistivity supporting
wafer.27 The total geometric area of silicon is 4.1 × 3.6 mm2.
High charge collection efficiency and a fast response with
rise times below 0.5 ns (10%–90%) had been shown previ-
ously.27,28 The methodology described in Sec. II A can be
applied to other detector types as well, provided that the detec-
tor has fast response and its output current signal scales linearly
with the energy deposition inside its SV.
The BridgeV2 detector was mounted on a dual in-line
(DIL) package and placed on a dedicated, active preamplifier
printed circuit board (PCB). To minimize detector capacitance
related delays, a very low input impedance front end pream-
plifier was used. It delivered 25 mV of output voltage per 1
mA signal current into a 50 Ω load and applied a reverse bias
voltage of 7 V to the detector. The output was connected via
high-frequency compatible SubMiniature version A (SMA)
coaxial cables to a 4 GHz oscilloscope (LeCroy WaveRunner
640Zi, Teledyne LeCroy, USA) with a sampling rate of 20 GS/s.
For spectrum reconstruction, the signals were downsampled
resulting in a sampling time of 0.2 ns.
An additional 10 × 10 mm2 large planar ultra-thin silicon
detector28 was used upstream to trigger the oscilloscope and
to define the start time t0 of the TOF signal. The total geomet-
rical thickness of its active area was thinned down to 10 µm
by chemical wet etching.29 Thus, this transmission detector
is hardly perturbing the initial proton energy since the mean
energy loss of 20 MeV protons within the detector is 48 keV,
according to MC simulations.
C. Spectrum determination using a magnetic
spectrometer
For comparison, the spectra of the proton bunches were
measured using a magnetic spectrometer.30 After the passive
energy degraders, the scattered protons are collimated by a
30 µm narrow slit between two 1 cm thick aluminum blocks
before they enter a 9 cm long dipole magnet (B = 600 mTesla).
Due to the Lorentz force, protons are deflected in the magnetic
field perpendicular to the initial beam direction according to
their kinetic energy. After a drift space in vacuum of 34 cm,
they are detected by the pixelated CMOS detector RadEye.31
Isoenergy curves were drawn in the detector plane, and with
them the signal in each pixel was converted to a proton num-
ber according to Lindner et al.30 The slit configuration used
in this setup translates to a full acceptance angle of the spec-
trometer of 6 mrad, resulting in a slight smearing of the signal
in the detector plane and hence a broadening of the measured
energy spectrum. The additional broadening was compensated
by deconvolving the acceptance angle induced spread from the
raw signal.
D. FLUKA MC simulations
FLUKA MC simulations were performed to calculate the
average energy loss for setting up the system matrix, as well
as for a reference to compare to reconstructed energy spectra.
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The BridgeV2 detector was modeled in a similar way to the
one described in Ref. 32. The initial proton energy distribu-
tion from the Tandem accelerator was 20 MeV with an energy
spread of 0.1% FWHM. A spot size of the proton beam of
2 mm (FWHM) and a divergence of 5 mrad were used, based
on spot size measurements at the experiment using an EBT-3
film.
Since in the experiment the detector was not perfectly
aligned on the beam axis, a 2 mm horizontal shift of the detec-
tor with respect to the beam axis was also included in the
simulation geometry.
III. EXPERIMENTAL RESULTS
A. Measured TOF signals
TOF signals for 20 MeV proton bunches having traversed
different absorber thicknesses and the polyenergetic proton
bunch are shown in Fig. 5. Since the amplitude of the signals
was rather low due to the relatively low proton number per
bunch, we averaged over 500 proton bunches. According to
simulations and the FC measurements, the average number of
protons that actually reached one SV-array of the BridgeV2
detector per bunch was ranging between ∼360 and ∼3800,
depending on the absorber thickness.
The measured TOF signals are clearly separated in time.
For the used absorber thicknesses, an increase by 0.2 mm
corresponds to energy differences around 0.6–0.7 MeV. The
decrease in signal amplitude towards larger absorbers is due to
FIG. 5. TOF signals for different absorbers, averaged over 500 proton
bunches. The signal corresponding to zero absorber thickness was taken as
response Rmeas to set up the system matrix A via Eq. (3). The lower signal
amplitude for thicker absorbers is due to increased scattering. In the inset, the
rising edges of the TOF signal for an absorber thickness of 1.6 mm and for
the polyenergetic absorber are magnified and compared.
the increased scattering, resulting in a lower particle fluence
at the position of the detector. The rising edges of the sig-
nal, in which the spectral information of the proton bunches
is embedded, clearly differ when comparing the TOF signals
of the polyenergetic bunch with a quasi-monoenergetic bunch
(the inset in Fig. 5).
For each signal curve, only the very first and highest peak
actually arises from protons reaching the detector. The undula-
tions encountered in the decaying slopes of all signals originate
most likely from parasitic inductance of the detector leads and
the DIL socket. Since the TOF signal corresponding to zero
absorber was taken as the detector response function Rmeas
which was used to create the normalized detector response
R∗ via Eq. (3), these oscillations are included in A and will
therefore not affect the spectrum reconstruction.
B. Reconstructed proton energy spectra
Reconstructed proton energy spectra from the TOF signal
for a quasi-monoenergetic bunch after an absorber thickness
of 1.6 mm and after the polyenergetic absorber are shown
in Fig. 6. They are compared to the spectrum expected from
FLUKA MC simulations and the measured spectrum using
the magnetic spectrometer. For the TOF reconstruction, the
regularization parameter in Eq. (2) was set to µ = 10−6, a com-
promise between numerical broadening of the reconstructed
spectrum and overfitting artifacts. The impact of µ is further
discussed in Sec. IV A.
From a qualitative point of view, good agreement in the
spectral shape is obtained for all three methods. Differences
of the reconstructed polyenergetic spectra between simulation
and both independent measurements are mainly manifested in
the occurrence of two peaks instead of a continuously decay-
ing slope. This can be attributed to the aforementioned low
accuracy of the 3D printing process. The deepness of the pits
and their convex sides and hence the resulting energy spec-
trum of the printed absorber differ from its idealized model
implemented in the MC simulation.
For the quasi-monoenergetic bunches, the agreement of
the mean energy between TOF reconstructed and MC simu-
lated spectrum was better than 2% for every absorber thick-
ness. The energy spread of the reconstructed spectra using
the TOF approach is considerably larger compared to the
spread calculated by means of MC simulations, but match-
ing quite well the energy spread measured by the magnetic
spectrometer.
Also, the absolute numbers of particles measured by the
BridgeV2 detector, i.e., the total area under the reconstructed
spectra in Fig. 6, are in good agreement with MC simulations
taking into account the active area of the detector. Deviations
are typically within 5%. Only for three absorber thicknesses
used in the experiment, the TOF reconstructed particle number
differs by up to 12% from the expected values.
The stability of the spectrum reconstruction was assessed
by multiplying the response matrix A with the reconstructed
spectrum, yielding the expected TOF signal for such a spec-
trum. In Fig. 7, this expected signal is compared to the mea-
sured TOF signal for the polyenergetic spectrum. Excellent
agreement was found, which indicates that the reconstruction
is working properly.
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FIG. 6. The reconstructed proton energy spectra (orange) are shown for
1.6 mm plastic absorber (a) and the absorber for polyenergetic bunches (b).
For comparison, spectra obtained from MC simulations and measured with
the magnetic spectrometer are shown in green and blue, respectively. The
bluish area in (b) indicates the encountered spectrum variation depending on
the position where the beam spot hits the absorber.
FIG. 7. The measured TOF signal (thick gray line) for the polyenergetic
absorber is compared to a signal created by multiplying A with the recon-
structed spectrum (red dashed line). Their absolute difference (dotted black
line) is found to be small, indicating a stable reconstruction.
FIG. 8. The temporal pulse structure of the bunched pulses at the Tandem
accelerator (orange), obtained by deconvolving the detector response from
the measured TOF signal with no absorbers (blue) is compared to the bunch
structure determined with the scintillator-based method (green). All curves
were normalized with their peaks at t = 0, allowing better comparison.
C. Determination of the proton bunch duration
As previously mentioned, the TOF signal acquired with no
absorbers is the convolution of the detector response function
and the initial temporal structure of the bunched proton beams.
Using Richardson-Lucy deconvolution, the proton bunch
duration was hence obtained by deconvolving the detector
response function, measured with the ultra-short laser pulse,
from the TOF signal.
The deconvolved temporal bunch structure and the origi-
nal TOF signal are shown in Fig. 8, where they are compared
to the scintillator-based time measurement. According to a
Gaussian fit to the data, the bunch duration is τbunch = 0.7 ns
(FWHM). It is clearly shorter than the bunch duration mea-
sured with the scintillator and the PMT, which was 1.6 ns
(FWHM). The reason for this apparently longer bunch dura-
tion is due to the jitter of the 5 MHz chopper stop signal.
This jitter is in the order of 1–2 ns, which results in a Gaus-
sian smearing of the actual temporal bunch structure, since
the method relies on single events from several thousand
individual proton bunches.
IV. DISCUSSION
A. Width of the reconstructed energy spectra
In terms of kinetic energy, the reconstructed spectra
using our TOF approach are found in good agreement with
MC simulations and even better agreement with recon-
structed spectra using the magnetic spectrometer. However,
differences have been encountered in the energy width of
the quasi-monoenergetic proton bunches. These differences
can partially be attributed to the use of Tikhonov regular-
ization when solving the least-squares problem. This reg-
ularization was used to enhance the smoothness of the
reconstructed spectra by penalizing overfitting. Such dis-
continuities are encountered in the reconstruction of the
polyenergetic proton spectrum for a regularization parameter
µ = 0.
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FIG. 9. Width of the reconstructed energy distribution for an absorber thick-
ness of 1.4 mm, depending on the regularization parameter µ. Note that the
seemingly large discrepancy between the MC calculated (green) and the recon-
structed energy spectrum forµ = 0 (dark red) is only due to the different binning
of the data, which was applied for better visibility of the individual histograms.
A comparison of reconstructed spectra for 1.4 mm
absorber thickness with different regularization settings is
shown in Fig. 9. The impact for different µ can clearly be seen.
As the regularization parameter µ should be chosen based on
the noise level of the input signal, a characterization study
aiming to find appropriate values for µ as a function of the
encountered noise is recommended.
For the regularization parameter chosen for the recon-
struction of the presented data, the additional broadening
remains rather small. This means that the main factor limiting
the energy resolution is the temporal bin width itself.
B. Energy resolution
The resolution of the reconstructed spectra presented here
is mainly limited by the relatively short drift space of only
52 cm, which was shorter than desirable because of the large
beam divergence caused by scattering in the passive absorbers.
For an absorber thickness of 1.6 mm, a further increase of drift
space from the experimental position to, e.g., 1 m would have
resulted in an over 70% lower proton fluence and hence, signal
amplitude.
In the case of laser-accelerated particles, low ion fluxes
are not a concern anymore and the drift length is only limited
by external constraints of the experimental setup. Typical dis-
tances between source and the application are in the order of
a few metres.13 Since for a fixed energy range the energy res-
olution increases approximately linearly with the drift length,
resolution may thus be enhanced by around one order of
magnitude.
Besides larger drift spaces, an improvement in the energy
resolution could potentially be obtained by using faster detec-
tors and high-end readout electronics. When going from the
proton energy range in this study (<20 MeV) to energies in the
therapeutically relevant range (<250 MeV), time differences
corresponding to an energy difference of δEkin = 0.1 MeV
decrease by a factor of around 50. Although it is an ambitious
task, an energy resolution better than 1 MeV, similar to the
resolution presented in this study, could, in principle, also be
achieved for proton bunches up to 250 MeV when using a drift
space of 5 m and already available detectors13 and electronics
which are 5 times as fast.
C. Uncertainty estimation
The accuracy of the reconstructed energy spectrum is
determined by uncertainties related to the timing measure-
ments and the absolute particle number calibration.
The drift time measurement itself is done by the oscillo-
scope and can be considered fairly accurate. However, inac-
curacies may arise from the measurement of the drift length
and from the determination of the starting time t0. For the
experiments presented in this study, these uncertainties were
estimated to be ∆d = 2 mm and ∆t0 = 0.1 ns. For the recon-
structed spectra, this adds up to a combined energy uncertainty
of 2.4%.
A larger uncertainty was found for the absolute number
of protons at the detector. The main reason is the relatively
large fluctuation of the beam current during the experiment
(∆I/I = 25%). Although the data presented here are aver-
aged over 500 individual bunches, current fluctuations on time
scales of several seconds are not averaged out. Yet, observation
of the signal amplitude measured with the ultra-thin detec-
tor suggests a remaining uncertainty below 10%. Also, in the
experiments, the BridgeV2 detector was slightly misaligned.
The accuracy of the measurement of the alignment with respect
to the beam axis was around 0.5 mm. According to MC simu-
lations, this translates into an uncertainty of the actual number
of protons on the detector of 6.8%. Combining those uncer-
tainties results in a total uncertainty of the particle number
of 12.1%.
In general, these relatively large uncertainties can be eas-
ily reduced by longer drift spaces and more accurate length
measurements and calibration measurements performed with
a more stable proton source.
V. CONCLUSION AND OUTLOOK
We presented an approach for online and absolute spec-
trometry of ultra-short polyenergetic proton bunches from
TOF signals, measured by the sub-ns fast SOI BridgeV2 detec-
tor with 10 µm thin SVs and fast readout electronics. Energy
distributions are obtained by solving a least-squares problem,
accounting for the response function of the detection system.
Validation experiments were performed with passively
energy-modulated, ns-short proton bunches from a 12 MV
Tandem accelerator in the energy range up to 20 MeV. Within
the estimated experimental uncertainties (2.4% and 12.1% for
energy and particle number, respectively), reconstructed TOF
spectra were found in excellent agreement with MC simula-
tions and measurements using a magnetic spectrometer. More-
over, the temporal pulse duration of the bunched Tandem beam
could be indirectly measured by deconvolving the detector
response function from the TOF signal of the monoenergetic
proton bunch.
The energy resolution was mainly limited by the rela-
tively short drift length, given by experimental constraints.
By increasing the drift length and using state-of-the-art
electronics, the same resolution as encountered for kinetic
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energies around ∼20 MeV can, in principle, be obtained for
protons in the energy range interesting for proton therapy
(<250 MeV).
Within this study, focus was only given to protons,
which are typically dominating in laser-ion acceleration. How-
ever, such ion bunches may consist of several different ion
species and are accompanied by energetic electrons and elec-
tromagnetic radiation.3 The current signal generated by the
individual ion species, electrons, and electromagnetic radi-
ation can then be overlapping. Concerning the different ion
species, an unambiguous deconvolution without prior knowl-
edge becomes impossible using the presented method. In facil-
ities dedicated to applications of laser-accelerated ions, active
beam shaping devices are used to transport the highly divergent
ion bunches to the experiment.6–9 Such devices, e.g., mag-
netic quadrupoles, are focusing particles of the same species
with different kinetic energy to different positions. Setting up
a system matrix including various different ion species and
penalizing the not-focused energies in the reconstruction algo-
rithm can make it therefore possible to distinguish between
the contribution of different ion species, as long as they differ
in their charge-to-mass ratio. Such devices will also prevent
electrons from reaching the detector, as they are strongly defo-
cused due to their much higher charge-to-mass ratio. On the
other hand, detector signal generated by electromagnetic radi-
ation can be deconvoluted from the ion signal by inserting one
further copy of the normalized detector response function R∗(t)
into the system matrix A. The number of zeros to be inserted
to the beginning of the response would then be given by the
drift length divided by the speed of light and the sampling
time. Thus, the corresponding entry of the vector returned by
the least-squares optimization represents the signal generated
by electromagnetic radiation.
Moreover, effort is currently ongoing in developing a pix-
elized detector providing fast timing properties and with a
removed support wafer. That way, this detector could then
be operated in transmission prior to any kind of application
as an online beam monitoring device with almost negligible
perturbation of the laser-accelerated ion bunches.
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